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PREFACE 


J^  I  I K  interpretation  of  Skiagrams  of  the  I  lead  presents  many 
difficulties,  tin-  bony  landmarks  are  so  numc'rous  and  vary 
so  much  with  the  point  of  view  from  which  the  Skiagram  is  taken, 
that  it  is  convenient  to  have  for  reference  a  series  of  diagrams 
showing  what  may  he  seen  or  located  in  the  dry  skull  when 
radiographed  from  various  angles.  The  method  adopted  has  been 
to  increase  the  opacity  of  certain  parts,  by  outlining  the  sutures 
with  wire,  covering  structures  with  tinfoil,  injecting  the  Sinuses  with 
a  mixture  of  bismuth  and  paraffin  wax,  and  in  the  fresh  state  by 
injecting  the  blood  vessels  with  mercury.  These  processes  have 
been  confined  largely  to  one;  side  of  the  skull,  so  that  throughout 
the  Atlas  one-half  appears  as  a  diagram  and  the  remainder  as  a 
more  or  less  untouched  print.  The  angle  of  incidence  ol  the  axial 
ray  is  in  eacli  case  defined  with  regard  to  a  Plane  passing  through 
the  Xasion  and  the  centre  of  the  Kxternal  Auditory  Meatus,  and 
referred  to  as  the  Naso-Meatal  Plane.. 

The  method  of  localisation  here  given  has  withstood  the  test 
of  over  two  and  a-half  years'  trial  in  a  military  hospital  of  nearly 
two  thousand  beds.  It  has  the  advantage  that  (if  tin-  plates  are 
taken  under  the  conditions  indicated)  the  only  additional  apparatus 
needed  is  a  pair  of  compasses  or  dividers  and  a  millimetre  rule. 

A.    A.    KrSSKI.I.    GKKKN 


BIRMINGHAM, 
January 


APPARATUS 


The  apparatus  used  for  the  purpose  is  shown  in  the  figures,  ami  consists 
essentially  of  a  tube -holder,  a  plate-holder,  and  an  intervening  diaphragm,  the 
whole  system  sliding  upwards  and  downwards  between  the  uprights  of  the 
back  of  a  chair. 


The  block  of  wood  which  is  engaged  within  the  uprights  of  the  back 
of  the  chair  holds  together  the  whole  of  the  essential  apparatus.  On  the 
back  is  the  tube-holder  (with  lateral  movement  for  stereoscopy).  On  the 
front  is  the  plate-holder,  to  the  rods  of  which  are  attached  niovcable  struts  with 
padded  ends  for  immobilising  the  head,  and  the  block  itself  is  perforated  by  a 
4  inch  aperture  and  furnished  with  a  protractor  for  the  determination  of  the 
necessary  angles. 


NOTES 


The  Localisation  of  Foreign  Bodies  in  the  Head. 

In  the  facial  portion  Localisation  depends  chiefly  upon  a  proper  apprecia 
tion  of  the  shadows  thrown  by  the  component  bones  ;  and  given  good 
lateral  and  antero-posterior  skiagrams,  it  is  possible  to  give  a  definite  opinion 
as  to  the  relation  of  a  foreign  body  to  some  salient  bony  point.  In  the 
Cranium,  however,  such  salient  points  are  not  numerous,  and  one  has  to 
be  content  generally  with  the  surface  markings  of  the  foreign  body  and  its 
depth  from  the  surface. 

Method  of  Procedure  for  Foreign  Bodies 
in  and  near  the  Cranium. 

For  this  the  couch  is  used,  and  the  head  is  screened  from  under 
neath  by  a  central  pencil  of  rays,  and  the  foreign  body  is  located.  The 
shadow  of  the  foreign  body  is  then  encircled  by  the  shadows  of  metal 
rings  placed  on  the  near  and  remote  aspects  of  the  head.  The  operation 
is  performed  first  with  Sagittal  Plane  of  the  skull  parallel  with  the  surface 
of  the  table  ;  secondly,  with  the  Sagittal  Plane  at  right  angles  to  the 
table.  In  some  cases  this  will  be  sufficient  If  further  investigation  is 
necessary,  the  surface  marking  corresponding  to  the  most  accessible  route 
is  selected,  it  is  evident  that  this  spot  will  only  be  in  contact  with  the 
table  (or  plate)  when  it  happens  to  lie  upon  the  greatest  transverse  or 
antero-posterior  diameter,  and  should  this  not  be  the  case,  a  fragment 
of  lead  foil  is  attached  to  the  surface  marking  by  a  piece  of  strapping 
and  localisation  plates  taken.  The  distances  of  the  foreign  body  from  the 
plate  and  of  the  point  of  lead  from  the  plate  are  now  estimated,  the 
difference  between  the  two  giving  the  distance  of  the  foreign  body  from 
the  surface.  The  relation  of  a  foreign  body  to  a  bony  point  is  estimated  in 
exactly  the  same  way.  If  two  measurements  be  kept  constant,  namely, 
from  target  to  plate  50  centimetres  and  from  primary  to  secondary  position 
of  tube  io  centimetres,  then  the  distance  of  foreign  bodies  from  the  plate 
can  be  read  off  directly  from  the  following  table. 
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TABLE 

Showing  the  relations  between  the  displacements  ol  shadows  thrown 
by  bodies  and  the  distances  of  such  bodies  from  the  photographic 
plate  or  fluorescent  screen. 

The   following  conditions  must   be   maintained  :— 

1.  Distance  between   target   and   sensitive   surface   of  plate  or   screen 

must  be  fifty  centimetres. 

2.  Target   to  be  centred  over  the   body  whose  relations  are  required 

before  taking  the   first   radiograph   or  observation. 

3.  Tube    to   be   displaced    ten    centimetres    before   taking   the   second 

radiograph  or  observation. 
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LIST    OF    PLATES 

PLATE    No.    1. 

Radiographs  of  living  subject. 

PLATE    No.    2. 

Radiographs  of  living  subject. 

PLATES    Nos.    3  and   4. 

Radiographs  of  dried   and   prepared   skull.      Schematic  colouring.      Plate   No.   3,  lateral; 
Plate   No    4,   photographic   plate  to   face  (90°). 

PLATES    Nos.    5  and   6. 

Radiographs  of  dried   and   prepared   skull.     Schematic  colouring. 
Photographic  plate  to   face  (60°  and   30°). 

PLATES    Nos.    7  and   8. 

Radiographs  of  dried  and   prepared   skull.     Schematic  colouring. 
Photographic  plate  to   face  (o°  and    -30°). 

PLATES    Nos.    9  and    10. 

Radiographs  of  dried   and   prepared   skull.      Schematic  colouring. 
Photographic   plate  to  back  of  head   (30°  and  o°J. 

PLATE    No.    11. 

Series  of  radiographs  illustrating  relations  of  Sinuses,  &c.,  when   the  skull   is   rotated 

n.und   an   axis  passing  through   the   Kxtemal   Auditory   Meatus,  and   also  the 

relations  of  Sinuses,  &c.,   in   lateral   radiograph.      Schematic  colouring. 


PLATE    No.   1. 


PLATE   No.   1. 

Radiographs  of  Living  Subject. 

Plate   to   face,   taken   at   the   angles   indicated. 

The  dark   spots  on    Fi<;.    3   are   due   to   points  of  Shrapnel. 


PLATE    No.    1. 


PLATE    No.   2. 


PLATE   No.  2. 

Radiographs  of  Living  Subject. 

Taken   at  angles   indicated. 
Fi<;     i  -  -Plate   to  face. 
IMC.    2. —  Lateral. 

FIGS.    3   and   4  —  Plate   to   back   of  head. 

The  dark  spots  on   FIG.   2   are  shadows  of  pieces  of  Shrapnel. 


FIG.  2. 


PLATE    No.   2. 


PLATES    Nos.   3   and   4. 


PLATE   No.  3. 

Lateral  Radiograph  of  Skull. 

Target   opposite   the    H.xternal   Auditory    Meatus. 


PLATE   No.  4. 

Fi<;.    i.  —Plate  to   Anterior  aspect.      Naso-Meatal    Plane   making 
angle,  of  90     with   axis  of  rays. 

Fi<;s.    2,    3,    and    4    illustrating    attitude   of  head   and    skull    when 
Xaso-Meatal    Plane   makes  angle  of  90°   with   axis  of  rays. 
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PLATES    Nos.  5   and   6. 
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PLATE    No.  5. 

I'K..     i.  —  Plate    to    lace.      Naso-Meatal     Plane    making    an    angle 
ot   6o~   with  axis  ot   rays. 

I'n;s.    2,    ^,    and    4    illustrating    attitude   ot    head   and    skull    when 
Naso-Meatal    Plane   makes  angle  of   60"   with   axis  of  rays. 


PLATE   No.  6. 

I' ic.     I.  —  Plate    to    face.       Naso-Meatal    Plane    making    an    angle 
ot    30     \vith   axis  ot   rays. 

1'ics.    2,    ;v    and    4    illustrating   attitude    of   head    and    skull    when 
Naso-Meatal    Plane   makes  an   angle   of  30     with   axis  ot   rays. 
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PLATES    Nos.   7   and    8. 
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PLATE   No.  7. 

FK;      I.  —  Plate    to     face.        Naso-Meatal     Plane    coincident    with 
axis  of  rays. 

Fu;s.    2,    3,   and   4    illustrating   attitude   of  head    and    skull    when 
Naso-Meatal    Plane  is  coincident  with   axis  of  rays. 


PLATE   No.  8. 

FK;.  i.  -Plate  to  face.  Naso-Meatal  Plane  making  an  angle 
of  -30°  with  axis  of  rays. 

To  radiograph  the  Mastoids,  each  side  is  taken  separately,  with 
the  Naso-Meatal  Plane  50°  below  the  axial  ray  and  the  head  rotated 
15°  to  the  opposite  side.  In  this  way  the  Mastoid  is  traversed  by 
rays  tangential  to  the  general  curvature  of  the  skull,  and  then-  arc 
no  super-imposed  shadows. 

Fn;s.  2,  3,  and  4  illustrating  attitude  of  head  and  skull  when 
Naso  Meatal  Plane  makes  an  angle  of  -30°  with  axis  of  rays. 
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PLATES    Nos.   9   and   10. 
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PLATE    No.  9. 

Plate  to  back  of  head.  Naso-Mcatal  Plane  making  an  antde 
of  30°  with  axis  of  rays. 

I'seful  position  for  Styloiil  Process,  Odontoid  Process  (see 
PI.ATK  2,  FK;.  3). 


PLATE   No.  10. 

Plate    to    hack    of     he-ad.        Naso-Meatal     Plane    coincident    with 
axis   of    ravs. 
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PLATE    No.   11. 
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PLATE   No.  11. 

The  .Anterior  two-thirds  of  skull,  with  the  upper  portion  ol 
Cranium  and  the  lower  jaw  removed. 

The  Antrum,  the  Kthmoidal  and  Sphenoidal  Sinuses,  and  the 
Pteryiaml  Fossa  have  been  injected  with  bismuth  wax. 

For  dia^ramatic  purposes,  the  shadows  thrown  by  the  opaque, 
contents  of  these  cavities  have  been  marked  throughout  by  a  pattern 
characteristic  for  each  cavity. 

Fi<;s.  1,2,  v  4,  rind  5.  Varying  relations  of  shadows  of 
Antrum,  Pteryo'oid  Fossa,  and  Fthmoidal  and  Sphenoidal  Sinuses, 
according  as  the  anj_de  between  the  Naso-Meatal  Plane  and  the 
axis  of  the  rays  varies  from  90°  to  —30°. 

FK;.   6.    -Lateral   view. 
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